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Round-robin test for flatness 
measurement of GaAs 
wafers 
Part II1: LTV and PLTV 
I Due to increasing market demands for GaAs substrates worldwide, improvements in physical characteristics uch 
as warp, flatness, local thickness variation (LTV) and other parameters are required. III-Vs Review concludes its 
three-part series covering the round-robin testing of GaAs wafers by Japanese substrate suppliers. In this article we 
cover local thickness variation (LTV) and percentage local thickness variation (PLTV). Preceding articles covered 
warp and bow [1 ] and total thickness variation and total indicated reading [2]. 
T 
he correlation of measured 
values from a round-robin test 
has previously been reported 
in this publication [3]. Then as now, 
such parameters require systematic 
investigation amongst the various 
affiliated substrate suppliers. There- 
fore, this round-robin test was 
performed by the nine Japanese 
GaAs wafer suppliers as listed at the 
end of this report. 
In the round-robin test, 76.2 and 
100 mm diameter wafers were used 
and five parameters (warp, bow, 
TTV, TIR, LTV) were measured by 
each company's measurement sys- 
tems. Four types of instrument 
(instrument (i) to instrument (iv)) 
were applied. Five companies used 
identical instruments, i.e. instru- 
ment (i). Of five measured para- 
meters, we reported the results of 
warp, bow, TTV and TIR measure- 
ments in the previous articles [1, 2]. 
In this article the results of LTV and 
PLTV measurements are reported, 
all results from the round-robin test 
are summarized and conclusions 
drawn. 
Definitions 
LTV is the maximum among the 
value of each site in a divided region 
on the wafer surface. The definition 
of LTV is dependent on the instru- 
ment chosen and for our instrument 
this is shown in Figure 1 (a). We refer 
to it as LTV(1). This parameter is the 
difference between the highest and 
lowest elevations in each site with 
respect to a focal plane. Here, the 
focal plane is defined as the parallel 
plane with the back surface. No retilt 
is performed in this measurement. 
LTV(2) is defined as either of the 
larger values of the highest or lowest 
elevations with respect o the calcu- 
lated centre point of each site. The 
definition of LTV(2) is shown in 
Figure l(b). The point 0 in Figure 
1 (b) shows the centre point of each 
site. 
The definition of PLTV is the 
percentage of the number of sites 
which is below the specific value. 
The definition of PLTV for all instru- 
ments is the same. 
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The point O is the center of each site. 
Figure 1. The definition of.L73Z 
Sample Preparation 
Samples which were used for the 
round-robin measurement are as 
follows. 
(a) 76.2 mm diameter single-faced 
polished wafers: 
diameter = 7(,.2 +_ 0.5 mm, thickness 
= 600 + 15 pm 
(b) 76.2 mm diameter double-faced 
polished wafers: 
diameter = 76.2 + 0.5 mm, thickness 
= 600 + 15 pm 
(c) 100 mm diameter double-faced 
polished wafers: 
diameter = 100.0 + 0.5 mm, thickness 
= 625 + 15 pm 
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Edge Exclusion = 3ram 
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(a) 76.2mm diameter 
Site Size = 15mm x 15ram 
Edge Exclusion = 3mm 
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(b) 100mm diameter 
Figure 2. The site configuration and size of LTV 
Table 1. The measurement conditions of LT~, and the specific values of PLTV for each wafer 
diameter 
Wafer  D iameter  76.2mm ~ 100ram 
Edge Exc lus ion of  wafer  3mm 3mm 
Site Size 10mm × 10mm 15mm × 15mm 
Site Conf igurat ion See Fig2 See F ig2 
Speci f icat ion o f  PLTV LTV < 1.0/~ m LTV ~_ 0.8/1 m 
Five wafers with various para- 
meter values for each item were 
selected from many samples 
supplied by all participants. The 
wafers for (a) were named as a-1 to 
a-5, and those for (b) were b-1 to b-5, 
and those for (c) were c-1 to c-5. 
Measurement 
conditions 
The site configuration of LTV is 
square independent  of the wafer 
diameter, but the site size is different 
depending on the wafer diameter. 
The site configurations and sizes for 
each wafer diameter are shown in 
Figure 2. The specification of PLTV 
is different for wafer diameters. In 
this round-robin test, the specific 
values are 1.0 and 0.8 pm for 76.2 
and 100 mm, respectively. The 
measurement conditions of  LTV and 
instrument (instrument (i)) was 
used by five affiliations. All compa- 
nies calibrated their instruments 
before measurement. 
The relationships among datum 
planes, instruments and measure- 
ment  parameters are shown in 
Table 2. 
Data analysis 
Each wafer for three types of samples 
was sequentially measured five times 
by each affiliation. The measured 
data were compared with a tentative 
'true' value, which is the averaged 
value for all data measured by the 
same type of instrument (i). The 
coefficients of variance of measured 
values were calculated and the 
instrumental variations in the same 
type of instrument and among vari- 
ous instruments were examined. 
the specific values of PLTV are 
shown in Table 1. 
Instruments 
The instruments used by eight entry 
affiliations (affiliation A to affilia- 
tion H) were four kinds of instru- 
ments ( instrument (i) to (iv)), 
among which the same type of 
Results and discussion 
The average of measured values and 
the coefficients of variance for LTV 
after sequential five time measure- 
ment  are shown in Table 3 and 4, 
respectively. In order to compare the 
dependence on instruments, the 
averaged values in the same type of 
instrument (i) (affiliation A to affilia- 
tion E), and the averaged values 
among all types of instruments (affil- 
iation A to affiliation H) are shown 
in Tables 3 and 4, respectively. Here, 
the data for samples b-3 and c-4 were 
excluded because they had been 
broken during the round-robin test. 
The averaged values of LTV and 
PLTV for 76.2 mm diameter 
single-faced polished wafers 
measured by each company are 
shown in Figures 3(a) and 3(b), 
Table 2. Relationships among instruments; parameters and datum planes for each affiliation 
Affiliation Instrument Parameter Datum Plane (Datum Point for LTV(2)) A 
B 
C - -  (i) LTV(I) 
D 
E 
F (ii) LTV( 1 ) 
G (iii) LTV(2) 
H (iv) LTV(I) 
Focal Plane in site paralleled with back surface 
Focal Plane in site paralleled with back surface 
The center point in the site 
Focal Plane in site paralleled with back surface 
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Figure 3. The variation of LT~, PLT~, (76.2 mm diameter, single-faced polished wafer). 
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respectively. The symbols of instru- 
ments are shown under the symbols 
of affiliations on the axis of abscis- 
sas. The coefficients of correlation 
between instrument (i) and other 
types of instruments are shown in 
Table 5 and the coefficients of corre- 
lation in the same type of instru- 
ment (i) are shown in Table 6, 
respectively. 
In order to compare the depen- 
dence on instruments, the coeffi- 
cients of correlation among all 
instruments for all parameters 
(including four parameters; warp, 
bow, TTV, TIR, which were 
reported in the previous two arti- 
cles) are also shown in Table 5 and 
Table 6. 
Table 5 shows that the LTV of 
instrument (i) and instrument (ii) 
had good correlation, but in regard 
to PLTV, the correlation had a 
tendency to become weak. The 
reason may be because PLTV is 
the percentage of LTV, so that the 
coefficient of correlation decreases 
in principle. The correlation 
between instrument (i) and instru- 
ment (iii) was not a reasonable one. 
In regard to LTV, the variation 
seems to be due to the difference of 
the definition and the measurement 
datum plane of instrument (iii) 
compared with other three kinds of 
instruments. 
The correlation of LTV between 
instrument (i) and instrument (iv) 
had a slighdy weaker correlation 
than that between instrument (i) 
and instrument (ii). However, in 
regard to PUIW, the correlation was 
not a good one. The reason may be 
because the other three types of 
instrument (i, ii and iv) except 
instrument (iii) were fabricated as 
various models by the same 
company. Instrument (i) and instru- 
ment (ii) were systems with a hori- 
zontal wafer setting, but instrument 
(iv) was the system with a vertical 
wafer setting. 
In the case of the same type of 
instrument (t), LTV had a good 
correlation as seen in Table 6. 
Concerning ]?LTV, the correlation 
was quite good except one affiliation. 
Table 3. Averaged values of LT~, PLTV 
Wafer 
LTV Average 
Wafer No. A B C D E F G H A- -H A~E 
PLTV 
A B C D E 
Average 
1 z G H A -H  A -E  
76.2mm 
single-faced 
polished wafer 
a-1 0.85 0.72 0.69 0.90 0.72 0.76 1 .00 0.60 0.78 0.78 
a-2 0.81 0.79 0.92 0.79 0.68 0.56 0.92 0.78 0.78 0.80 
a-3 3.62 3.54 3.45 3.67 3.38 3.36 -2.56 3.40 2.73 3.53 
a-4 1.60 1.79 1.73 1.80 1.51 1.26 -0.56 1.12 1.28 1.69 
a-5 2.61 2.57 2.35 2 .61 2.58 1.80 -1.46 1.40 1.81 2.54 
100.0 100.0 100.0 100.0 100.0 100.0 100.0 100.0 100.0 100.0 
100.0 100.0 100.0 100.0 100.0 100.0 100.0 100.0 100.0 100.0 
68.1 67.6 59.5 69.2 73.0 75,7 63.7 62.7 67.4 67.5 
66.0 61.7 64.9 63.3 62,7 7~:.9 1130.0 80.0 72.2 63.7 
45.4 40.5 45.4 41.6 60.0 6V,.I 84.4 83.3 58.6 46.6 
76.2mm 
double-faced 
polished wafer 
b-1 1.39 1.52 1.48 1 .57  1.34 1.26 1 .36  1.36 1.41 1.46 
b-2 1.26 1 .25  1 .54  1.17 1.08 1.08 2.32 1.46 1.40 1.26 
b-4 3.67 3.53 3.58 3.50 3.50 2.56 -3.40 3.94 2.61 3.56 
h-5 1.60 1 .56  1.54 1.61 1.41 1.62 1.62 1.50 1.56 1.54 
58.4 59.0 65.4 50.3 67 .1  6~;.7 81.3 81.3 66.4 60.0 
78.9 81.1 64.9 81.1  973 96.2 87.5 93.3 85.0 80,7 
75.7 75.7 75.7 75.7 75.7 75.7 65,0 90.0 76.2 75.7 
88.7 89.2 89.2 89.2 89.2 908 85.0 86.7 88,5 89,1 
100mm 
double-faced 
polished wafer 
c-I 0.82 0.70 0.38 0.44 0.68 0.86 2.42 1.18 0.94 0.60 
c-2 1.33 1.15 1.38 1 .12  0.84 1.04 -2.72 1,44 0.70 1.16 
c-3 0.63 0.68 0.40 0.64 0.78 0.58 -2.50 0.62 0.23 0.63 
c-5 2.10 2 .01 2.07 2.11 1.02 1.44 -3.12 1.28 1.11 1.86 
93.3 100.0 100.0 100.0 100.0 9.1.3 13.3 98.3 87.4 98.7 
58,1 72.4 71.4 63.8 93.3 8L0 3.3 97.6 68.0 71.8 
100,0 100.0 100.0 100.0 99,0 9').0 5.8 100.0 88,0 99.8 
62.9 69.5 76.2 76.2 95.2 8*.8 17.5 94.7 72.1 76.0 
Instrument (i) (i) (ii) (iii) (iv) (i)--(iv) (i) (i) (i) (ii) (iii) (iv) (i)--(iv) (i) 
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Table 4. The coefficients of variance of LT~, PLTV 
Calculated results Calculated results 
LTV (Coefficient of Variance) from all data PLTV (Coefficient of Variance) from all data 
Wafer WaferNo. A B C D E F G H A~H A~E A B C D E F G H A~H A~E 
a-1 3.90 2.48 1.42 2,04 4.41 10.53 0.00 0.00 15.94 10.94 0.0 0.0 0.0 0.0 0.0 , 0.0 0.0 0.0 0.00 0.00 
76.2mm ¢ a-2 7.56 8.43 0.69 6.40 4.49 8.75 4.35 5.13 15,36 11.19 0.0 0.0 0.0 0.0 0.0 0.0 0,0 0.0 0.00 0.00 
single-faced a-3 8.41 2.47 0.00 4.66 0.89 2.38 -1.91 2.63 73.47 5.50 6.8 0.0 0.0 3.1 0.0 0.0 2.4 6.2 8.22 7.37 
polished wafer a-4 0.83 1.43 0.37 0.90 3.58 6.35 S.O. 3.57 61.22 6.93 6.7 5.1 0.0 3.4 1.7 1.4 0.0 0.0 17.37 4,81 
a -5  2.77 1.64 2.31 1.00 2.13 6.09 s.o. 0.00 72.58 4.44 16.7 0.0 2.4 3.2 1.8 3.0 3.3 0.'0 29.62 16.83 
b - I  1.80 1.27 0.54 1.02 2.03 3,89 3.60 3.60 7.29 5.89 3.7 1.8 1.7 2.7 1,6 4.0 2.5 2.0 15.55 10.20 
76.2mm¢ b-2  5.27 10.78 0.26 1.91 9.12 12.28 10.70 3.36 28.71 13.78 3.4 2.1 0.0 3.0 2.5 2.2 0.0 0.0 12.12 13.00 
double-faced 
b-4  2.58 1.51 0.28 1.05 0.96 5.30 -1,86 3.80 88.24 2.39 0.0 0,0 0.0 0.0 0.0 0.0 7.1 0,0 8.54 0.00 
polished wafer b-5 1.99" 1.94 0.26 1.68 0.57 2.47 24.19 4.22 10,12 4.84 1,2 0.0 0.0 0.0 0.0 1.5 2.7 0.0 2.22 0.59 
C-I 10.08 5.66 2.35 4.77 2.54 17.40 1.65 3.39 65.37 28.62 5.2 0.0 0.0 0,0 0.0 5.0 12.6 0.0 32.28 3.49 
100mm ¢ c-2 4.23 2.38 1.27 3.04 2.26 9.81 -1.47 5.56 187.32 16.62 9.6 4.9 0.0 6.0 2.5 6.7 S.O. 1.4 40.97 17.39 
double-faced c-3 - 12.30 3,88 2.74 4.25 2,61 20.11 -2.53 6.45 452.82 21.03 0.0 0,0 0.0 0.0 1.9 1.9 34.4 0.0 35.32 0.94 
polished wafer c-5 8.97 4.58 0.94 5.31 3.42 5.56 -2.40 5.85 148.17 23.33 11.1 5.5 0.0 4.0 0.0 2.2 27.8 0.7 32.57 15,07 
Instrument (i). 0) (ii) (iii) (iv) (i)~(iv) (i) (i). (i) (ii) (iii) (iv) (i)~(iv) (i) 
Summary 
Summary for LTV and PLTV 
mesurement 
The results of  LTV and  PLTV 
measurements  in the present  
round- rob in  test can be conc luded 
as follows. 
1. In the measurement  o f  LTV, the 
coeff ic ient o f  corre lat ion between 
ins t rument  (i) and ins t rument  (ii) 
(coeff ic ient o f  corre lat ion = 0.946), 
and  between ins t rument  (i) and  
ins t rument  (iv) (coeff ic ient o f  corre-  
lat ion = 0.902) were good ones. 
Whi le  the corre lat ion of  PLTV 
between ins t rument  (i) and  instru- 
ment  (ii) was good (coeff ic ient of  
corre lat ion = 0.902), the corre lat ion 
between ins t rument  (i) and  instru- 
Table 5. The coefficients of correlation between Instrument (i) and others for all parameters 
Correlation Coefficient 
Instrument WARP BOW TI'V TIR LTV PLTV 
(ii) 0.954 0.922 0.975 0.982 0.946 0.902 
(iii) 0.148 0.239 0.278 0.649 -0.60 -0.08 
(iv) - - 0.948 0.954 0.902 0.698 
ment  (iv) was not  good  (coeff ic ient 
o f  corre lat ion = 0.698). Concern ing  
ins t rument  (iii), both  the LTV and  
PLTV had no good corre lat ion 
values (coeff ic ient of  corre lat ion 
= -0.60, -0.08, respectively).  
2. In the case of  the same type o f  
ins t rument  (i), the coeff icients o f  
corre lat ion o f  LTV were more  than 
0.97 for all affi l iations, without any 
signif icant d i f ference among com- 
panies. In the measurement  of  PLTV, 
there  was a company which had a 
slightly weak correlat ion.  
3. Due to the d i f ference of  the defin- 
i t ion in ins t rument  (iii), ins t rument  
(iii) had  a worse correlat ion.  
Table 6. The coefficients of correlation among instrument (i) for all parameters 
Instrument Affiliation WARP 
Correlation Coefficient 
BOW TTV TIR LTV PLTV 
A 0.993 0.996 0.994 0.997 0.995 0.954 
(i) 
B 0.997 0.998 0.988 0.999 0.998 0.995 
C 0.998 0.998 0.992 0.996 0.986 0.946 
D 0.996 0.993 0.998 0.995 0.995 0.984 
E 0.990 0.985 0.977 0.973 0.971 0.852 
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Summary for all parameters 
The coefficients of correlation 
among instruments for all para- 
meters are shown in Table 5 and 
Table 6, respectively. All results can 
be summarized as follows: 
1. Due to the difference of the defin- 
ition among instruments, the 
measured values were dispersed 
depending on the instrument. 
2. In the instruments used for the 
round-robin test, the order of corr- 
elation compared with instrument 
(i) was instrument (ii) > instrument 
(iv) > instrument (iii). It was found 
that the correlation compared with 
instrument (~) became worse due to 
the difference of measurement prin- 
ciple for each instrument. 
3. In the case of the same type of 
instrument (i), there was a strong 
correlation for all parameters. There 
was not any significant difference 
among affiliations. 
4. In the case of different instru- 
ments, the calibration among them 
must be carried out. 
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Participants 
The nine Japanese manufacturers 
who participated in the present 
round-robin measurement were as 
follows. Inquiries can be addressed 
to the following: 
Y. Katsuno, Mitsubishi Chemical Corp., 
Tel~fax: +81 3-3283:4534/-4485; 
e-mail: 1503996@cc.m-kagaku.co.jp 
K. Yamada, Shin-Etsu Handotai Co., 
Ltd, 
Tel~fax: +81 3-3214-1835/-0017. 
H. Tomosue, Showa Denko KK, 
Tel~fax: +81 494-23-6112/- 7787. 
A. Matsushima, Sumitomo Electric 
Industries Ltd, 
Tel~fax: +81 3-3423- 5300/-5302; 
e-mail: dd85018@jnet.sei.co.jp 
M. Matsui, Sumitomo Metal Mining 
Co., Ltd, 
Tel~fax: +81 428-31-2130/-1196, 
e-mail: LDYOOSO4@niftyserve.~jp 
R. Nakamura, Dowa Mining Co., Ltd, 
Tel~fax: +81 1,~8-46-8000/-4 7 1365; 
e-mail: XLGO4400@niftyserve.~jp 
H. Matsushita, Furukawa Electric Co., 
Ltd, 
Tel/fax: +81 3-3286-3219/-3965; 
e-mail." matush~ita@ho.furukawa.co.jp 
M. Kashiwa, Hitachi Cable, Ltd, 
Tel~fax: +81 294-25-3814/-43-2404; 
e-maik mikio_ kashiwa@cc.hitachi-cable. 
co.jp 
O. Oda, Japan Energy Corp., 
Tel/fax: +81 48-433-2051/-445-5400; 
e-mail: oda@lab.j-energy.co.jp 
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E-mail: TedM@hitachi-cable corn 
Los Angeles Office 
Ph: (310)373-0719, Fax: (310)375-0781 
E-mail: hkambayashi@hitachi-cable, corn 
Europe 
Hitachi Cable International, Ltd. 
London Branch 
Ph: 44-171-439-7223, Fax: 44-171-494-1956 
E-mail: kazuhiko_okiyama@c:c, hitachi-cable, co.jp 
Japan 
Hitachi Cable, Ltd. 
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